Comparison of biomechanical properties of light mesh endoprostheses with different structural characteristics.
Three types of light mesh endoprostheses with different jersey structure were implanted into the anterior abdominal walls of 18 rabbits. Changes in the geometrical size and mechanical properties of the prostheses detected 3 months after implantation largely depended on the jersey structure and distribution of mature connective tissue in the structure of the material.